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526 The Journal of Thoracic and Cardbjectives: Proper valve selection is critical to ensure appropriate valve replacement
or patients, because implantation of a small valve might place the patient at risk for
ersistent gradients. Labeled valve size is not the same as millimeter measure of
rosthetic valve diameters or the annulus into which it will fit. Studies that use the
abeled valve size in lieu of actual measured diameter in millimeters to compare
ifferent valves might be misleading. Using human cadaver hearts, we sized the
ortic annulus with 8 commonly used prosthetic aortic valve sizers and compared
he valves using geometric orifice area. This novel method for comparing prosthetic
alves allowed us to evaluate multiple valves for implantation into the same
nnulus.
ethods: Aortic annular area was determined in 66 cadavers. Valve sizers for 8
rosthetic valves were used to determine the appropriate valve for aortic valve
eplacement. Regression analyses were performed to compare the relationship
etween geometric orifice area and aortic annular area.
esults: Tissue valves had a larger orifice area for any annular size but were not
ifferent at small sizes. Supra-annular valves were larger than intra-annular valves
or the small annulus, but this relationship was not uniform with increasing annular
ize.
onclusions: Labeled valve size relates unpredictably to annular size and orifice
rea. No advantage in geometric orifice area could be demonstrated between these
issue valves at small annular sizes. Valves with the steepest slope on regression
nalysis might provide a larger benefit with upsizing with respect to geometric
rifice area.
alve selection is critical to ensure appropriate valve replacement for a given
patient, because implantation of a valve that is too small places the patient
at risk for persistent gradients.1-6
Labeled valve size is not the same as a millimeter measure of the prosthetic valve
iameter or the aortic annulus into which it will fit.7-11 Valve sizers are made
lightly larger than the corresponding valve to avoid problems seating the valve after
utures have been placed. Studies that use the labeled valve size in lieu of the actual
7easured diameter in millimeters to compare different valves might be misleading.
iovascular Surgery ● December 2007
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A
CDurthermore, there is some small variability in the construc-
ion of these valves that further adds to the difficulty in
omparing different products.
A standard sizer that gives the actual measurement of the
ortic annulus in calibrated 1-mm increments is not used in
eneral practice. After echocardiographic estimation of
alve size, the surgeon evaluates the aortic annulus in the
perating room using sizers provided by the manufacturers.
hese manufacturer-provided sizers do not always share the
hape of the aortic annulus or the prosthesis to be inserted
nd are intentionally made slightly larger than the corre-
ponding valve to avoid problems with implantation once
utures have been placed. These factors can lead to implan-
ation of a valve that might be inadequate to relieve valvular
tenosis in the small aortic root, despite a labeled valve size
hat would indicate otherwise.
Patients with a small aortic root carry a risk of patient-
rosthesis mismatch.1 A larger valve can be placed into a
mall aortic root by performing an aortic root enlarge-
ent procedure.12,13 However, this might increase oper-
tive mortality.14 Although the clinical relevance of patient-
rosthesis mismatch remains controversial,15-17 a small
alve might not completely relieve aortic stenosis, might
aintain increased left ventricular workload, and might
ontribute to adverse patient outcomes.2-5
ABLE 1. Background characteristics of 66 study subjects
haracteristic No. (%) or mean  SD
ale sex 33 (50%)
emale sex 33 (50%)
ge (y) 65 16
ace
White 35 (53%)
Black 25 (38%)
Hispanic 3 (5%)
Other 3 (5%)
eight (kg) 90.9 29.5
ody surface area (m2) 2.04 0.36
eart weight (g) 537.7 185.3
icuspid valve 1 (1.5%)
egree of calcification None to mild
ortic calcification 51 (77%)
eaflet calcification 50 (75%)
nnular calcification 45 (68%)
Abbreviations and Acronyms
AVR aortic valve replacement
EOA  effective orifice area
GOA geometric orifice areaD, Standard deviation.
The Journal of ThoracicUsing human cadaver hearts, we sized the aortic annulus
or aortic valve replacement (AVR) with 8 commonly used
rosthetic aortic valves and compared the valves on the
asis of geometric orifice area (GOA). This novel method
or comparing prosthetic valves allowed multiple valves to
e evaluated on the same annulus.
aterials and Methods
etween January 1 and September 30, 2005, all deaths referred to
he medical examiner in our institution were evaluated for the
tudy. Cadavers were excluded from the study for previous valve
urgery, assist device implantation, heart transplantation, advanced
ecay, or a delay of 2 hours or more after the heart was removed
rom the body. Postmortem examinations were performed by a
athologist and mortician in the department of pathology at our
nstitution. The heart was removed from the chest and submerged
n a cool bath until examination.
The heart was placed in a container, and the aorta was
ransected 2 cm above the sinotubular junction. The aorta was then
ransected just above the ostia of the coronary arteries in a hori-
ontal plane. The degree of calcification of the aorta, the aortic
alve cusps, and the aortic annulus was assessed. After removal of
he valve cusps, the annulus was measured with cylindrical plastic
izers with 1-mm increments (standard sizer) to record true annular
ize. The annulus was defined as the narrowest area associated
ith the aortic root after removal of the cusps. Valve sizers
orresponding to the 8 valves were then used to size each valve
ccording to the instructions for use provided by the manufactur-
rs. The corresponding valve size was then recorded, as appropri-
te, for AVR. After these measurements were taken, a postexperi-
ental measurement using the standard sizer was taken to evaluate
or annular stretch.
The valves in this study were 5 mechanical valves, including
he CarboMedics Standard and Top Hat (CarboMedics, Austin,
ex), the ATS AP (ATS Medical, Minneapolis, Minn), and the St
No. (%) No. (%)
Mild to moderate Moderate to severe
14 (21%) 1 (1.5%)
15 (22%) 1 (1.5%)
21 (31%) 0 (0.0%)and Cardiovascular Surgery ● Volume 134, Number 6 1527
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A
CDude Standard and Regent (St Jude Medical, St Paul, Minn), and 3
tented tissue valves, including the Carpentier–Edwards Perimount
ericardial Model 2700 and Perimount Magna Model 3000 (Ed-
ards Lifescience, Irvine, Calif) and the Medtronic Mosaic Model
05 (Medtronic, Minneapolis, Minn). The Carbomedics Top Hat,
TS AP, and St Jude Regent valves are manufactured to be placed
n a supra-annular position. The CarboMedics and St Jude Stan-
ard valves are designed for intra-annular placement.
The GOA of each valve was used for analysis by using values
or GOA that were acquired from each company. Deviation of
he labeled valve size from the measured annular size by using the
tandard sizer was calculated and analyzed with a paired t test. The
elationship between GOA and measured annular size in each
alve was analyzed by means of linear regression (PSI-Plot, Pearl
iver, NY). The data for the Carbomedics Top Hat for measured
nnular areas of 5.72 cm2 (diameter, 27 mm) or larger was not
ncluded in the analysis because the largest available size is 27 (4
ubjects were excluded from the analysis).
esults
total of 66 cadaver hearts (33 male and 33 female cadav-
rs with a mean age of 65  16 years) were studied (Table
). Distribution of patients across measured annular size is
hown in Figure 1. Deviation of the labeled valve size from
he measured annular diameter is shown in Figure 2 for both
echanical valves (top) and bioprosthetic valves (bottom).
echanical valves had significant differences in the labeled
alve size from the measured annular diameter when com-
aring the products from different companies. (Figure 2,
op). All mechanical valves except the CarboMedics Top
at had labeled valve sizes smaller than the measured
nnular diameter into which that valve could be placed. All
igure 1. Number of subjects at each measured annular diameter
n  66).abeled valve sizes were statistically different from one b
528 The Journal of Thoracic and Cardiovascular Surgery ● Decnother, with the exception of the relationship between the
t Jude Standard and Regent (0.59  1.14 and 0.71 
.30 cm, respectively). The 3 stented bioprosthetic valves
emonstrated greater parity with the measured annular di-
meter than the mechanical valves (Figure 2, bottom). There
as a small but significant difference between the Edwards
ericardial and the Magna (P  .017).
Twenty-nine percent (19/66) of the specimens had an
ncrease in annular size, as measured before and after the
xperimental protocol. There was a small but significant
ifference between average pre-experimental and postex-
erimental measured annular size (24.3  2.3 and 24.6 
.3 mm diameter, respectively, P  .00003, and 4.68 
.904 and 4.78  0.903 cm2 area, respectively, P 
00004).
Grouping valves by type and implantation position, the
igure 2. Mean deviation of number label from measured annular
iameter with standard deviation error bars in 5 mechanical
alves (top) and 3 stented tissue valves (bottom). Asterisks indi-
ate statistically significant deviation from the number label
ompared with the measured annular diameter (n  66).ioprosthetic valves had a larger GOA compared with that
ember 2007
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A
CDf the supra-annular mechanical valves, which had larger
OAs than those of the intra-annular mechanical valves
Figure 3). Regression equations for each prosthetic valve
howing measured annular area versus GOA are shown in
igures 4 and 5. The data for measured annular sizes of
reater than 27 mm were not included in the analysis for the
arboMedics Top Hat because the largest labeled valve size
s 27, and therefore there would be no increase in GOA
eyond 27 for the Top Hat, which would inappropriately
kew the data.
There was no difference in GOA demonstrated for the 3
ioprosthetic valves in the small annular sizes (area, 2.83–
.46 cm2; diameter, 19–21 mm). With increasing size, the
agna had the greatest increase in GOA relative to mea-
ured annular area, translating into the steepest slope com-
ared with the others. The Magna was followed by the
ericardial and then the Mosaic.
The intra-annular mechanical valves (CarboMedics and
t Jude Standard valves) had nearly the same regression
ine. For the supra-annular valves, the St Jude Regent was
arger than both the ATS AP and the CarboMedics Top Hat
Figure 3. Regression analysis for the 3 different va
intra-annular mechanical aortic valves (n  66). Measu
into the annulus (in square centimeters). Correspon
millimeters.t smaller sizes. There was no difference between the AP o
The Journal of Thoracicnd the Top Hat at the smaller sizes, but the ATS AP had the
teepest slope on regression analysis.
iscussion
nconsistency of labeled valve sizes has been well docu-
ented and might contribute to misinformation and confu-
ion.7-9 In the worst-case scenario, patient-prosthesis mis-
atch1 will occur and result in adverse patient outcomes.2-5
We used a novel method to compare prosthetic valves by
sing cadaver hearts as a surrogate for live human hearts.
ne difference in a cadaver heart compared with a patient
ndergoing AVR is the degree of aortic and valvular dis-
ase. In our study only a small number of patients had a
imilar degree of calcification compared with patients un-
ergoing AVR for aortic stenosis (Table 1). However, a
ell-debrided aortic annulus should be similar to a normal
adaver annulus, making this a feasible model. This study
ould not be conducted in living subjects because of the
otential for injury. Multiple passes with valve sizers and
ime added to an operation in which a patient is on cardio-
ulmonary bypass with the aorta crossclamped raise obvi-
ypes: bioprosthetic, supra-annular mechanical, and
nnular area is the largest standard sizer that could fit
annular diameter is the diameter of this sizer inlve t
red a
dingus ethical concerns.
and Cardiovascular Surgery ● Volume 134, Number 6 1529
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1
A
CDWe sized the same aorta for every valve and used GOA
o compare the valves, thereby removing the labeled valve
ize and hemodynamic variability from the comparison.
OA is a measure of the area of flow based on the internal
iameter of a valve and is an appropriate tool for compar-
son between valves. Unlike effective orifice area (EOA),
OA does not require complex hemodynamic measure-
ents and calculations that have inherent variability related
o heart rate, blood pressure, ejection fraction, and echocar-
iographer variability. However, GOA does not take into
ccount obstruction to flow caused by the leaflets in the
ioprosthetic valves or the leaflet suspension apparatus,
esistance to leaflet movement, and opening angle in the
echanical valves. The advantage of using GOA for anal-
sis is that it allows for comparison between valves with a
easurement that is reproducible and neither operator de-
endent nor hemodynamically variable. Large retrospective
eries studying orifice size18 and others looking at EOA6,19
ave been conducted with results that do not demonstrate
he superiority of one measurement methodology over the
ther. Multiple trials with EOA have shown that the incidence
f echocardiographically determined patient–prosthesis mis-
Figure 4. Relationship between the geometric orifice a
valves. Lines depict regression analysis (n  66). Mea
fit into the annulus (in square centimeters). Corresp
millimeters.atch is quite variable, estimated by Pibarot and Du- o
530 The Journal of Thoracic and Cardiovascular Surgery ● Decesnil20 in a recent review to be 20% to 70%. This vari-
bility might, in itself, be due to the inherent variability in
easuring EOA in patients who could actually have clini-
ally similar orifice areas from a prosthetic valve.21
Implantability of prosthetic valves is multifactorial. Pa-
ient morphology, including the size of the aorta, sinotubu-
ar junction, and degree of calcification, is highly variable.
less pliable calcified aorta might not have enough flexi-
ility to allow placement of an optimally sized valve in the
ppropriate position. This could require either undersizing
he valve to get it seated on the annulus or performing an
ortic root enlargement procedure. These choices place the
atient at increased risk for patient-prosthesis mismatch on
he one hand and increased morbidity and mortality from
dditional surgical intervention on the other.12-14
Our study demonstrates that the manufacturer-labeled
alve size does not predictably correspond to the size of the
nnulus into which the valve will fit. This makes compari-
ons on the basis of labeled valve size alone inappropriate
nd further reinforces the need for standardization in sizing.
These data do not demonstrate an advantage in GOA of
ne bioprosthetic valve over another at smaller sizes. This is
and measured annular area in 3 stented bioprosthetic
annular area is the largest standard sizer that could
g annular diameter is the diameter of this sizer inrea
sured
ondinf interest considering that the GOAs of the Pericardial and
ember 2007
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A
CDhe Magna are the same, and the external diameter differ-
nces are in the construction of the sewing ring, resulting in
smaller external diameter for the Magna. This is similar to
he CarboMedics Standard and Top Hat, except that these 2
alves are significantly different in construction and have
ery different sizers, explaining the results in this study.
The intra-annular mechanical valves were essentially the
ame, and the supra-annular valves always had larger GOAs
t the smaller sizes, with more variability at the larger sizes.
ifferences in GOA between the supra-annular valves and
he intra-annular valves support the use of supra-annular
alves to maximize GOA in patients with a small aortic
nnulus. The larger GOA of the bioprosthetic valves as a
hole over the supra-annular mechanical valves could also
e exploited in patients at high risk for patient-prosthesis
ismatch.
The data support the superiority in GOA of the St Jude
egent valve at smaller annular sizes. We did not demon-
trate a difference between the ATS AP and the CarboMed-
cs Top Hat valves at small sizes.
The slope of these regression lines might have clinical
ignificance in determining the benefits of upsizing any
articular valve in a patient. The steeper slope of the ATS
Figure 5. Relationships between geometric orifice area
depict regression analysis (n  66). Measured annula
annulus (in square centimeters). Corresponding annulaP valve compared with the CarboMedics Top Hat valve, a
The Journal of Thoracicor example, would yield a greater increase in GOA if
psizing is done. Our findings show that valves with the
teepest slope on regression analysis provide the greatest
ncrease in GOA with increasing valve size.
Valve sizers have a built-in safety margin of 0.5 to 0.8
m to minimize the chances of a prosthesis not seating
orrectly after sutures have been placed. The safety margin
s required because of the manufacturer’s tolerance of 0.5
m for the external diameter, which varies as a result of
onstruction of individual sewing rings. This safety margin
ight be exaggerated in supra-annular valves, the sizers of
hich are sometimes more bulky, making it more difficult
o place them in a small or heavily calcified narrow aorta.
he differences seen in these data reflect the ability or
nability to place the valve sizer into the aortic annulus.
uring this study, it became apparent that sizing an aortic
nnulus for supra-annular valves was often hampered by the
onstruction of the valve sizers and ability to navigate a
arrow or calcified aorta. These sizers are provided by the
anufacturers and recommended for use during implanta-
ion; however, some sizers do not bear a resemblance to
heir corresponding prosthetic valve or the true shape of the
measured annular area in 5 mechanical valves. Lines
a is the largest standard sizer that could fit into the
meter is the diameter of this sizer in millimeters.and
r are
r diaortic annulus.
and Cardiovascular Surgery ● Volume 134, Number 6 1531
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1
A
CDSome surgeons deviate from the practice of using the
alve-specific sizers to choose a valve size in the operating
oom. These surgeons might be taking advantage of the
uilt-in safety margin, routinely upsizing and sometimes
mplanting a valve with a corresponding sizer that might not
t into the annulus.
The results of future endeavors, including transapical and
ransfemoral AVR, will ultimately be judged by the ability
o implant a prosthesis that results in adequate relief of
ortic stenosis. Determination of pressure and flow dynam-
cs for the 8 valves is this study under controlled condi-
ions with a pulse duplicator might further elucidate the
alve-dependent relationship between GOA and EOA
nd help to guide future investigations into valve replace-
ent strategies.
eferences
1. Rahimtoola SH. The problem of valve prosthesis-patient mismatch.
Circulation. 1978;58:20-4.
2. Gonzalez-Juanatey JR, Garcia-Acuna JM, Vega Fernandez M, Amaro
Cendon A, Castelo Fuentes V, Garcia-Bengoechea JB, et al. Influence
of the size of aortic valve prostheses on hemodynamics and change in
left ventricular mass: implication for surgical management of aortic
stenosis. J Thorac Cardiovasc Surg. 1996;112:273-80.
3. Sim EK, Orszulak TA, Schaff HV, Shub C. Influence of prosthesis size
on change in left ventricular mass following aortic valve replacement.
Eur J Cardiothorac Surg. 1994;8:293-307.
4. Christakis GT, Joyner CD, Morgan CD, Fremes SE, Buth KJ, Sever
JY, et al. Left ventricular mass regression early after aortic valve
replacement. Ann Thorac Surg. 1996;62:1084-9.
5. Pibarot P, Dumesnil JG. Hemodynamic and clinical impact of pros-
thesis-patient mismatch in the aortic valve position and its prevention.
J Am Coll Cardiol. 2000;36:1131-41.
6. Blais C, Dumesnil JG, Baillot R, Simard S, Doyle D, Pibarot P. Impact
of valve prosthesis-patient mismatch on short-term mortality after
aortic valve replacement. Circulation. 2003;108:983-8.
7. Christakis GT, Buth KJ, Goldman BS, Fremes SE, Rao V, Cohen G,
et al. Inaccurate and misleading valve sizing: a proposed standard for
valve size nomenclature. Ann Thorac Surg. 1998;66:1198-203.
532 The Journal of Thoracic and Cardiovascular Surgery ● Dec8. Bonchek LI, Burlingame MW, Vazales BE. Accuracy of sizers for
aortic valve prostheses. J Thorac Cardiovasc Surg. 1987;94:632-8.
9. Cochran RP, Kunzelman KS. Discrepancies between labeled and ac-
tual dimensions of prosthetic valves and sizers. J Card Surg. 1996;11:
318-24.
0. Bartels C, Leyh RG, Matthias Bechtel JF, Joubert-Hubner E, Sievers
HH. Discrepancies between sizer and valve dimensions: implications
for small aortic root. Ann Thorac Surg. 1998;65:1631-3.
1. Eichinger WB, Botzenhardt F, Guenzinger R, Bleiziffer S, Keithahn
A, Bauernschmitt R, et al. The effective orifice area/patient aortic
annulus area ratio: a better way to compare different bioprostheses? A
prospective randomized comparison of the Mosaic and Perimount
bioprostheses in the aortic position. J Heart Valve Dis. 2004;13:382-8.
2. Nicks R, Cartmill T, Bernsteinn L. Hypoplasia of the aortic root. The
problem of aortic valve replacement. Thorax. 1970;25:339-46.
3. Manouguian S, Seybold-Epting W. Patch enlargement of the aortic
valve ring by extending the aortic incision onto the anterior mitral
leaflet: new operative technique. J Thorac Cardiovasc Surg. 1979;78:
402-12.
4. Sommers KE, David TE. Aortic valve replacement with patch enlarge-
ment of the aortic annulus. Ann Thorac Surg. 1997;63:1608-12.
5. Carrier M, Pellerin M, Perrault LP, Hebert Y, Page P, Cartier R, et al.
Experience with the 19-mm Carpentier-Edwards pericardial biopros-
thesis in the elderly. Ann Thorac Surg. 2001;71(suppl):S249-S252.
6. Medalian B, Blackstone EH, Lytle BW, White J, Arnold JH, Cosgrove
DM. Aortic valve replacement: is valve size important? J Thorac
Cardiovasc Surg. 2000;119:963-74.
7. Hanayama N, Christakis GT, Mallidi H, Joyner CD, Fremes SE,
Morgan CD, et al. Patients prosthesis mismatch is rare after aortic
valve replacement: valve size may be irrelevant. Ann Thorac Surg.
2002;73:1822-9.
8. Moon MR, Pasque MK, Munfakh NA, Melby SJ, Lawton JS,
Moazami N, et al. Prosthesis-patient mismatch after aortic valve re-
placement: impact of age and body size on late survival. Ann Thorac
Surg. 2006;81:481-8.
9. Dumesnil JG, Pibarot P. Prosthesis size and prosthesis-patient size are
unrelated to prosthesis-patient mismatch. J Thorac Cardiovasc Surg.
2004;127:1852-4.
0. Pibarot P, Dumesnil JG. Prosthesis-patient mismatch: definition, clin-
ical impact, and prevention. Heart. 2005;92:1022-9.
1. Bech-Hanssen O, Caidahl K, Wallentin I, Ask P, Wranne B. Assess-
ment of effective orifice area of prosthetic aortic valves with Doppler
echocardiography: an in vivo and in vitro study. J Thorac Cardiovasc
Surg. 2001;122:287-95.
ember 2007
